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Surface Flammability Standard 1002a
Flame Spread Index=131

The flame spread index given above is that of the smooth side of representative
samples from lot 1002a of % inch smooth-one-side fibrous-felted hardboard. Flame
spread measurements in accordance with the detailed procedures outlined in Interim
Federal Standard No. 00136b were performed on the smooth side of a representative
number of samples from this lot and the data resulting from these measurements are
listed below:

Prorerty NU.?:::S OF Averace Varur | Coerricient oF VARIATION
%
Flame Spread Index, Jyemoeeeeeeo o 34 131 7.0
Heat Evolution Factor, Qeeeeeeeeeeeol 34 27.0 7.6
Smoke Deposit, weight, Mg eeeeeeeanen 7 0.7 23,

The surface flammability standard is recommended for checking the operation of
the radiant panel test equipment but does not obviate the need for following the pre-
scribed calibration and standardization techniques outlined in Interim Standard No.
00136 and subsequent revisions.

NotE: Prior to test, the material must be dried for 24 hr at 140° F and then
conditioned to equilibrium at 734 5° F and 5045 percent relative humidity.

A. V. AsTtin, Director.
Wasnineton, D.C., 20234, October 30, 1964.
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